In the intensive care unit (ICU), stable hemodynamics are very important. Hemodynamic intervention is often effective against multiple organ failure, such as in tissue hypoxia and shock. The administration of intravenous fluids is the first step in regulating tissue perfusion.
Introduction
In the intensive care unit (ICU), stable hemodynamics are very important in terms of patient morbidity and mortality. [1] [2] [3] Hemodynamic stability helps to ensure sufficient tissue oxygenation in target organs. Hemodynamic intervention is often effective against multiple organ failure, such as in tissue hypoxia and shock. [4] The administration of intravenous fluids is the first step in regulating tissue perfusion. [4, 5] During this step, the relationship between cardiac output (CO) and preload is very important. The Frank-Starling Law describing this relationship holds that after fluid treatment, there is a fluid response in patients with an expected CO increase. If excessive, unnecessary fluids are administered to a nonresponsive patient; it can increase morbidity and mortality. [2] Many dynamic and static methods are used to predict the fluid response.
Static methods, such as central venous pressure (CVP), pulmonary artery occlusion pressure, systolic pressure, and pulse pressure have low predictive value. [6] [7] [8] Unlike dynamic measurements, static measurements do not fully reflect the effect of intrathoracic and intrapleural pressure differences during inspiration and expiration on the heart. [6, 7, 9] As well known ventilation causes cyclical changes in intrathoracic pressure, and these pressure differences produce alterations in stroke volume (SV). [10] Dynamic measurements, such as pulse pressure variation (PPV), stroke volume variation (SVV), and the pleth variability index (PVI) predict fluid responsiveness more accurately, especially in patients on mechanical ventilators. [9, 11] However, many of these methods are invasive, technically difficult, and require insertion of a catheter. [12] As a result, methods to examine fluid responsiveness that are noninvasive can be performed at the bedside and are continuous have gained in popularity. Recently, noninvasive methods, such as ultrasound (US), have been used to assess fluid responsiveness in the ICU. [13, 14] With this aim, measuring variation in the diameter of the inferior vena cava or inferior vena cava distensibility index (dIVC) in patients on mechanical ventilators has been used as a reliable, noninvasive method to assess fluid responsiveness. [5] Therefore, this study evaluated the reliability of the PVI as a predictor of fluid responsiveness in all mechanically ventilated patients who intubated any reason in first hour and compared it with simultaneous dIVC recordings in the ICU.
Materials and methods

Ethics approval
This prospective study was conducted from April 2016 to November 2016 at Bulent Ecevit University Health Application and Research Center, Zonguldak, Turkey. The Local Ethics Committee of Bulent Ecevit University approved the protocol under number 2016-52-09/03, and written informed consent was obtained from all patients or their legal representative.
Inclusion and exclusion criteria
This observational study comprised 72 patients. The inclusion criteria were as follows: age ≥18 years, admission to the ICU from the emergency department or a general ward, on controlled mechanical ventilation, and requiring intravenous fluid challenge for resuscitation based on the clinical characteristics, with an arterial catheter and central venous catheter via the internal jugular or subclavian vein. The exclusion criteria were as follows: preexisting severe valvular heart disease or intracardiac shunt; cardiac arrhythmia; ascites; spontaneous breathing activity; or pregnancy. Patients were excluded if passive leg raising (PLR) was contraindicated (i.e., intracranial hypertension). And it was also patients whose temporary removal of the compression stocking owing to venous insufficiency (i.e., deep venous thrombosis) could endanger patient safety were excluded in the study.
Study protocol and measurements
All patients were temporarily sedated (Ramsay score 4) and placed on fully controlled mechanical ventilation (Vela; CareFusion, San Diego, CA) in volume-controlled mode; the tidal volume was adjusted to 8 mL/kg, with no changes in any other ventilator parameters. All measurements were made in the first hour after the patients were interned in the ICU. All hemodynamic measurements were made before and after PLR. The PLR maneuver was achieved with an automatic bedelevation device. The initial measurements were made in the semirecumbent position (with the trunk at an angle of 45 degree relative to the bed plane). The PLR measurements were made in the PLR position 1 minute after leg elevation to 45 degree, with the trunk in the horizontal position. The before and after PLR measurements included the mean arterial blood pressure (MAP), heart rate (HR), CVP, PVI, dIVC, and cardiac index (CI).
The CI and dIVC were measured by one board-certified radiologist. Transesophageal echocardiography was performed using a 3 to 8 MHz transesophageal echo probe (My Lab 30; Esaote, Genoa, Italy). Patients with a >15% increase in the CI attributable to the PLR maneuver were defined as "volume responders." Patients with no change or a change of <15% were defined as "nonresponders." [15] The dIVC was calculated within the same respiratory cycle, as follows: ([maximum diameter of the IVC on inspiration -minimum diameter on expiration]/ minimum diameter on expiration) and converted to a percentage. [16] The dIVC was measured with a convex probe (My Lab 30; Esaote).
The PVI was recorded using a Masimo Radical-7 monitor (Masimo Corp., Irvine, CA). A pulse oximeter probe was placed on the finger and wrapped with a black protector to minimize light interference. The probe was connected to the Masimo Radical 7 monitor. The PVI was automatically calculated from plethysmographic waveform analysis.
Statistical analysis
All analyses were performed with SPSS (ver. 17.0; SPSS Inc., Chicago, IL), and MedCalc software (ver. 14.12.0; MedCalc Software, Ostend, Belgium). Results were considered significant at P < .05.
Data are shown as the mean, standard deviation, and range. The Shapiro-Wilk test was used as a test of normality. The hemodynamic data before and after PLR were compared using the paired Student t test and responders and nonresponders were compared using the 2-sample Student t test for normally distributed variables. The Mann-Whitney U test was used for nonparametric intergroup comparisons. We constructed receiver-operating characteristic (ROC) curves to assess the ability of CVP, dIVC, and PVI to predict fluid responsiveness. The ROC curves and area under the curve (AUC; with 95% confidence intervals [CIs]) of CVP, dIVC, and PVI were calculated and compared.
Results
Data for 72 patients (41 males, 31 females; mean age 64.38 ± 8.98 years [range: 52-84 years]) were included in the final analysis. The baseline characteristics are presented in Table 1 . CI increased by ≥15% in 40 (55.5%) patients (responders), and by <15% in 32 (44.5%) patients (nonresponders). There were no statistical differences between responders and nonresponders in age, sex, body mass index (BMI), Sequential Organ Failure Assessment (SOFA) score, or Simplified Acute Physiology Score (SAPS II). Clinically, 12 (16.6%) patients had sepsis, 31 (43.1%) were medical patients, and 29 (40.3%) were surgical. Table 2 summarizes the hemodynamic variables of the patients and response to PLR. In the responder group, all of the hemodynamic parameters differed significantly after PLR (P < .05). In the nonresponder group, only HR differed significantly after PLR (P < .05). The baseline MAP, CVP, CI, PVI, and dIVC of the responders were significantly lower than in the nonresponders (P < .05). There was no significant difference in HR between the groups (P > .05). Table 3 shows the diagnostic performance of CVP, dIVC, and PVI. The discriminatory abilities of CVP, dIVC, and PVI regarding fluid responsiveness are shown in Figure 1 . The CVP had 70% sensitivity and 53.1% specificity at a threshold value of 7 mmHg and was not significant (P = .066), with an AUC of 0.622 (0.500-0.724). The dIVC at a threshold value of >23.8% provided 80% sensitivity and 87.5% specificity to predict fluid responsiveness and was significant (P < .001), with 
Discussion
Our results showed that the noninvasively assessed PVI and dIVC were good predictors of fluid responsiveness after PLR in ICU patients on mechanical ventilation. By contrast, the invasively assessed CVP was a poor predictor of fluid responsiveness as a static variable of cardiac preload.
In this study, PLR was used to identify "responders". Studies have shown that PLR may be used reliably to identify fluid responsiveness without remaining linked to mechanical ventilation mode. [17, 18] After PLR, a ≥15% increase in CO is defined as "responder." In our study, the "responder" rate was 55.5%, which is in accordance with the literature. [5, 19] Static measurements to identify fluid responsiveness, such as CVP, have weak predictive value, [6, 8] as these methods do not fully reflect the correlation between the heart and lungs. In our study, the ROC analysis found that the best threshold for CVP was 7 mmHg with an AUC of 0.62 (95% CI: 0.5-0.73). These results show that CVP is a weak predictor of fluid responsiveness, in accordance with the literature. [8, 20] Dynamic methods to identify fluid responsiveness are more accurate. [14, [21] [22] [23] However, many of these methods do not provide continuous results and the measurements require invasive arterial catheterization. Consequently, hemodynamic monitoring for CO estimation takes a long time to perform in the ICU. Patients may also develop complications owing to the invasiveness of the procedures. [24] Consequently, there is a trend toward using hemodynamic monitoring techniques for estimating CO noninvasively, allowing rapid measurements while minimizing risk to patients. [12, 25] In our study, the PVI and dIVC methods are in line with this trend.
In terms of fluid responsiveness, PVI is an easy, noninvasive, bedside method that measures pulse oximetry wavelength amplitude during respiration. For fluid responsiveness measurements, PVI more accurately reflects the heart-lung interaction under mechanical ventilation; however, it is affected by many factors. One of these factors is the anatomical region in which the measurements are made. In our study, the PVI measurements were made on a fingertip. Desgranges et al [26] found that PVI measurements in the cephalic region (forehead and earlobe) gave more accurate results compared with fingertip PVI measurements, and thus may be a good alternative to fingertip measurements, especially in patients with altered perfusion. CI = cardiac index, CVP = central venous pressure, dIVC = caval index, HR = heart rate, MAP = mean arterial pressure, PVI = pleth variability index, SD = standard deviation. Values are expressed as mean ± SD. * P < .05 vs baseline. † P < 0.05 vs 'responders'. Table 3 The comparison of performances between parameters. AUC (95% CI) = area under ROC curve (95% CI), CVP = central venous pressure, dIVC = caval index, LR = likehood ratio, NPV = negative predictive value, PPV = positive predictive value, PVI = Pleth variability index.
Parameters
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Similarly, hypothermia and the use of vasoactive drugs may cause a loss of vasomotor tone and disrupted perfusion in the fingertips. [27, 28] Our study included all medical and surgical patients on mechanical ventilation in the general ICU. There were 8 patients with a diagnosis of sepsis in the responder group and 4 in the nonresponder group. The SAPS II score is correlated with a bad prognosis and mortality in sepsis patients. [29, 30] The patients participating in our study had a mean SAPS II score of 51.4 ± 7.01. There were 6 patients using vasoactive drugs in the responder group and four in the non-responder group. As a result, we do not think that using fingertip measurements, to determine the PVI to identify fluid responsiveness, affected our results.
In a meta-analysis, Chu et al [31] found that the threshold value of PVI for identifying fluid responsiveness was very variable and ranged from 8% to 20%. They also stated that the PVI may be a logical choice for identifying fluid responsiveness. In our study, ROC analysis of patients on mechanical ventilation in the general ICU found that the best threshold value for PVI was >14%. The sensitivity and specificity of PVI in these patients was 0.93 (95% CI: 0.85-0.98) under the ROC curve (AUC). Our study included all medical or surgical patients in the ICU on mechanical ventilation. The meta-analysis by Chu et al [31] included 18 studies, of which only 5 enrolled ICU patients; the rest enrolled operating room patients. The 5 studies of ICU patients had a PVI AUC value of 0.90 (95% CI: 0.82-0.94), which is similar to our results. However, instead of also using PLR to identify fluid responsiveness, as in our study, the other studies used challenges with intravenous colloid or crystalloid. [31] In the last 10 years in intensive care practice, US has started to be used like a digital stethoscope. Recently, US has been used as a noninvasive method to assess fluid responsiveness in intensive care practice. [13, 14] For the identification of fluid responsiveness, dIVC is a simple, noninvasive bedside method, similar to PVI and dIVC, and uses variation in the diameter of the vena cava inferior to identify fluid responsiveness. [16, 32] However, there are insufficient studies on this topic. In a study of 20 patients monitored postoperatively in the ICU, de Oliveira et al [5] performed an ROC analysis of dIVC for fluid responsiveness evaluation and reported an AUC of 0.84 (95% CI: 0.63-1.0). They compared dIVC with PPV and stated that the indices provided similar results. However, their sample size was very small and did not fully represent the ICU population. dIVC measurements may be affected by increased intra-abdominal pressure, [33] which reduces the amount of blood flowing to the heart through the IVC and may cause dIVC values to be falsely low. [14] We did not measure the intra-abdominal pressure in our patients. This is the most important limitation of our study. However, we believe that the dIVC results in our study were not greatly affected by intra-abdominal hypertension because the best threshold value for dIVC was >23.8, with an AUC of 0.92 (95% CI: 0.84-0.87). An AUC >0.90 in ROC analysis indicates good discrimination. This supports the view that increased intraabdominal pressure did not greatly affect our results. [5, 34] Another limitation of our study was that there was no defined standard with respect to mechanical ventilation settings. However, the AUC values obtained in the ROC analysis showed that the efficacy of PVI and dIVC for identifying fluid responsiveness were in accordance with other studies. [5, 31] As a result, we believe that our results were not affected. A limitation of our study could also reside in the fact that the study population had only 12 of 72 patients that were on vast-active therapy. Therefore, the volume responsiveness in majority of study patient is not generalizable to patients that may be in shock; especially in severe shock. The most important characteristic of our study is that it is the first to compare PVI directly with dIVC for the identification of fluid responsiveness.
Conclusion
Both PVI and dIVC may be used to identify the fluid responsiveness of all ICU patients undergoing continuous treatment linked to mechanical ventilation; both methods are easily applied, noninvasive, and can be performed at the bedside.
